Supplemental Table. Trueness evaluation of total folate measuring systems using NIST SRM 3949 L1 and L3.

	 Measurement procedure
	Bias vs. SRM 3949 L1 target valuea
	SDmean
	ubiasb
	2 * ubias

	Abbott Alinity
	0.50
	0.20
	0.219
	0.44

	Beckman Dxl Access
	1.92
	0.48
	0.488
	0.98

	Roche Cobas e801
	0.59
	0.095
	0.131
	0.26

	Siemens Advia Centaur 
	1.91
	0.07
	0.114
	0.23


	
	Bias vs. SRM 3949 L3 target valuea
	
	
	

	Abbott Alinity
	-1.60
	0.35
	0.367
	0.73

	Beckman Dxl Access
	3.24
	0.49
	0.502
	1.00

	Siemens Advia Centaur 
	3.96
	0.19
	0.220
	0.44


Data are in μg/L. 
a All biases were statistically significant, i.e. higher than 2 * ubias.
b Equal to √(u2ref + SD2mean)
