Research Article

Sabahattin Muhtaroglu*, Didem Barlak-Keti and Hatice Saracoglu

Effect of hemoglobin, triglyceride, and urea in different concentrations on compatibility between methods used in HbA1c measurement

Abstract

Objectives: The variability between methods is seen in the existence of hemoglobin (Hb), triglyceride (TG), blood urea nitrogen (BUN) and glucose in the specimens, which can affect the measurement. Therefore, this study aimed to compare boronate affinity chromatography and turbidimetric inhibition immunoassay methods for HbA1c levels in samples containing different levels of Hb, TG, BUN and glucose.

Methods: In this study, a total of 412 consecutive samples were used for method comparison. The samples were divided into groups according to HbA1c, TG, BUN, Hb, and glucose levels. Clinically significant changes for HbA1c are defined as ≥0.5%.

Results: The mean relative difference as % was determined as 1.4% by the Bland–Altman plot of Trinity against Roche. The Passing–Bablok analysis indicated good agreement (r=0.985) between two methods. When compared the group with and without a clinically significant difference, we found differences only between glucose levels (p=0.003).

Conclusions: High glucose levels may cause a difference between the methods. Therefore, we suggest that a method’s performance and properties should be considered prior to clinical usage.

Keywords: boronate affinity chromatography; hemoglobin A1c; immunoassay.

Öz

Amaç: Numunelerde ölçümü etkileyebilecek düzeylerde hemoglobin (Hb), trigliserit (TG), kan üre azotu (BUN) ve glukoz varlığı, yöntemler arasında değişikliğe neden olabilir. Bu çalışmada, farklı düzeylerde Hb, TG, BUN ve glukoz içeren örneklerde, boronat afinite kromatografisi ve türbidimetrik inhibisyon immünoassay yöntemleriyle ölçilen HbA1c düzeylerinin karşılaştırılması amaçlanır.

Gereç ve Yöntem: Yöntem karşılaştırması için ardıç 412 örnek kullanıldı. Örnekler HbA1c, TG, BUN, Hb ve glukoz düzeylerine göre gruplara ayrıldı. HbA1c için klinik olarak anlamlı değişiklik, ≥0.5% olarak tanımlandı.

Bulgular: Bland-Altman grafından, Trinity ile Roche arasındaki ortalama nispi fark, %1.4 olarak belirlendi. Passing-Bablok analizi, iki yöntem arasında iyi bir uyum (r=0.985) gösterdi. Klinik olarak anlamlı fark olan ve olmayan gruplar karşılaştırıldığında, sadece glukoz seviyeleri arasında fark bulundu (p=0.003).

Sonuç: Yüksek glukoz seviyeleri yöntemler arasında farka neden olabilir. Bu nedenle, klinik kullanımdan önce bir yöntemin performansının ve özelliklerinin dikkate alınması gereğini öneriyoruz.

Anahtar kelimeler: boronat afinite kromatografisi; hemoglobin A1c; immunoassay.

*Corresponding author: Sabahattin Muhtaroglu, Department of Medical Biochemistry, Faculty of Medicine, Erciyes University, Kayseri, Turkey, E-mail: muhtars@erciyes.edu.tr. https://orcid.org/0000-0002-5644-2620
Didem Barlak-Keti and Hatice Saracoglu, Department of Medical Biochemistry, Faculty of Medicine, Erciyes University, Kayseri, Turkey. https://orcid.org/0000-0002-1405-6297 (D. Barlak-Keti). https://orcid.org/0000-0002-2277-0730 (H. Saracoglu)

*Corresponding author: Sabahattin Muhtaroglu, Department of Medical Biochemistry, Faculty of Medicine, Erciyes University, Kayseri, Turkey, E-mail: muhtars@erciyes.edu.tr. https://orcid.org/0000-0002-5644-2620
Didem Barlak-Keti and Hatice Saracoglu, Department of Medical Biochemistry, Faculty of Medicine, Erciyes University, Kayseri, Turkey. https://orcid.org/0000-0002-1405-6297 (D. Barlak-Keti). https://orcid.org/0000-0002-2277-0730 (H. Saracoglu)

Open Access. © 2022 Sabahattin Muhtaroglu et al., published by De Gruyter. This work is licensed under the Creative Commons Attribution 4.0 International License.
**Introduction**

Diabetes mellitus (DM) is one of the main reasons for morbidity and death in the world and negatively affects the quality of life due to its complications (such as retinopathy, nephropathy, neuropathy, vascular and heart diseases) [1, 2]. Fasting plasma glucose and OGTT 2-h glucose value are traditional diagnostic methods for predicting impaired glucose tolerance. Glycosylated hemoglobin (HbA1c), which is a measure of chronic glycemia, has been advocated in the diagnosis of diabetes and prediabetes, and in evaluating treatment adequacy based on its association with microvascular and macrovascular complications [1]. The HbA1c occurs as a consequence of a nonenzymatic reaction formed by the addition of glucose molecules to the N-terminal valine residue of the beta chain of the hemoglobin (Hb) and is used for the following DM since it is associated with mean plasma glucose of approximately 2–3 months [2, 3]. In 2011, HbA1c has been accepted as one of the diagnostic criteria for DM with a cut off 6.5% (48 mmol/mol) by the World Health Organization (WHO) [4].

HbA1c can be determined by diverse techniques. These methods can generally be divided into two groups: Methods that measure according to charge differences (HPLC and electrophoresis) and methods that measure according to structural differences (boronate affinity chromatography and immunoassays) [5].

The boronate affinity chromatography system distinguishes and quantifies glycate Hb from the non-glycate Hb based on the cis-diol group. The immunoassay method uses antibodies to bind the structure of the N-terminal glycated amino acids of the beta chain of the Hb for quantification [6].

Although many studies compared high-performance liquid chromatography (HPLC) and immunoassay methods [5, 7–9], there are only a few studies that evaluated the performance of boronate affinity chromatography and turbidimetric inhibition immunoassay (TINIA) method for HbA1c assay [10, 11].

Different techniques and devices for HbA1c measurements show distinct characteristics and performances. The variability between methods is still seen in the existence of the Hb variants or different levels of Hb, triglyceride (TG), and blood urea nitrogen (BUN) in the specimens [6, 10, 12]. Therefore, this study aimed to compare Premier Hb9210 (Trinity Biotech, Ireland) based on the boronate affinity chromatography and Cobas c501 (Roche Diagnostics, Germany) based on TINIA, one of the immunoassay methods. HbA1c levels in samples containing different levels of Hb, TG, and BUN were compared with two methods. Also, we investigated the clinical significance of the differences between the results of the two methods.

**Materials and methods**

**Study population**

This cross-sectional study was performed in the Biochemistry laboratory of the Erciyes University Health Application and Research Center Hospital. A total of 412 consecutive samples submitted to the laboratory were included for method comparison.

The samples were divided into three groups according to HbA1c levels (<6%, n=166; 6–9.9%, n=199; ≥10%, n=47). The performance of Trinity against the Roche method was evaluated at three different levels of HbA1c between the two methods was detected. In addition, the samples were divided into subgroups according to TG (<200, n=260; 200–600, n=66; >600 mg/dL, n=13), BUN (<20, n=129; >20 mg/dL, n=20), Hb (<12 g/dL for female, <14 g/dL for male, n=43; ≥12 g/dL for female, ≥14 g/dL for male, n=225) and glucose levels (<126 mg/dL, n=133; ≥126 mg/dL, n=127). HbA1c values measured by two methods in these subgroups were compared. Clinical significance is the change in HbA1c values that affects the intervention or treatment decision. A difference of 0.5% (5.5 mmol/mol) or more between the two measurement methods for HbA1c was defined as a clinical significant change [13]. The two groups were created based on whether the difference between the two measurement methods for HbA1c shows clinically significant change or not.

**Biochemical analysis**

HbA1c values were analyzed in whole blood collected into tubes with EDTA. HbA1c analyses were performed on Premier Hb9210 (Trinity Biotech, Ireland, coefficient of variation <2% for National Glycohemoglobin Standardization Program (NGSP) units declared by the manufacturers) and Cobas c501 (Roche Diagnostics, Germany, coefficient of variation <3% for international federation of clinical chemistry and laboratory medicine (IFCC) units declared by the manufacturers) [12, 14–16].

Two levels of HbA1c internal quality control materials (PreciControl HbA1c norm and PreciControl HbA1c path, Roche Diagnostic, Germany) were assayed 20 times on consecutive days to determine between-day CV. Data sets were created separately for two levels and the %CV values were calculated. The %CV values obtained for the two levels were converted into a single value using the following formula and the total %CV was calculated.

\[
\text{Total } CV\% = \sqrt{\left(\text{Level 1}\right)^2 + \left(\text{Level 2}\right)^2}.
\]

Bias for HbA1c was calculated by obtaining values from the Randox Internal Quality Assessment Scheme (RIQAS) EQC program. The mean value calculated by the EQC program using participant laboratory results for the HbA1c test was used as the reference value. %bias values were calculated for HbA1c using the formula below, separately for each month during a year.

\[
\text{Bias}\% = \left| \frac{\text{Test result} - \text{EQC mean value}}{\text{EQC mean value}} \right| \times 100.
\]
The mean of the bias% values determined for one year was taken and total analytical error was calculated using the following equation.

Total analytical error = Bias% + 1.65 × CV%.

The total analytical error for the TINIA method (Roche Cobas c501) was calculated as 2.5% by determining the total CV% (0.93) and bias% [1] values.

The samples were run on the same day by the same technician and reported HbA1c values as NGSP unit. TG, BUN, and glucose levels were measured on Roche Cobas c701 (Roche Diagnostics, Germany), and Hb levels were measured on Siemens Advia 2021i (Siemens, Germany).

Premier Hb9210 boronate affinity system and TINIA method using the Tina-quant Gen3 assay on a Roche Cobas c501 were confirmed by the IFCC and NGSP. Reference method accepted as TINIA (Roche) for the present study.

This study was approved by the Clinical Research Ethics Committee and was acted with respect to the guidelines of the Declaration of Helsinki.

### Statistical analysis

SPSS software (statistics version 22; IBM, Inc., Chicago, IL, USA) was applied for statistical analyses. The histogram and Q–Q graphs were used to determine the normality of the data distribution. The summary statistics of continuous variables with and without a normal distribution were exhibited as mean ± standard deviation and median (25th–75th percentile). The summary statistics of categorical variables were shown as frequency and percentage. The HbA1c measurements of the two devices were compared with the Wilcoxon signed-rank test. The Mann–Whitney U test was applied for variables without a normal distribution when comparing two groups. To examine the degree of consistency between HbA1c values obtained by the two methods based on calculation, we used the graphical procedure outlined by the Bland–Altman plot. The methods were compared using the Passing–Bablok regression analysis. Systematic constant and proportional faults were detected based on the confidence intervals of the estimated regression coefficients. A systematic constant error was assumed if the confidence interval of the constant excludes 0; it was considered a proportional error if the confidence interval of the slope excludes 1. Moreover, intraclass correlation coefficient (ICC) and concordance correlation coefficients (CCC) were calculated with 95% confidence intervals. Strength of agreement: <0.20 poor; 0.21–0.40 fair; 0.41–0.60 moderate; 0.61–0.80 good; 0.81–1.00 very good. Spearman’s correlation analysis was used. A p<0.05 was accepted as statistically significant.

### Results

The distribution of patients according to age, sex characteristics, and biochemical data is shown in Table 1.

The mean relative difference as % was determined as 1.4 by the Bland–Altman plot of Trinity against Roche for all samples (HbA1c 4.2–15.6%) (Figure 1). Bland–Altman plots indicated that the mean relative differences as % between the two methods at <6.5%, 6.6–9.9%, ≥10% HbA1c levels were determined as 1.3, 2.2, and 1.4, respectively (Figure 2).

The Passing–Bablok linear regression was used to evaluate the agreement between two methods. Good agreement (r=0.985) between Trinity and Roche was observed. The Passing–Bablok regression analysis indicated better agreement (r=0.957) between two methods at 6.5–9.9 HbA1c than at the <6.5% and ≥10% HbA1c values (r=0.813 and 0.918, respectively) (Supplementary material Table S1).

Regression equation revealed constant (regression line’s intercept) and proportional (regression line’s slope) difference with their confidence intervals of 95% (95% CI) at ≥10% of HbA1c values.

There was no significant difference in bias% between the two methods for TG, BUN, Hb, and glucose levels (Supplementary material Table S2). However, median HbA1c values of the two methods showed statistically

### Table 1: Distribution of patients according to age, sex characteristics and biochemical data.

<table>
<thead>
<tr>
<th>Age</th>
<th>Gender (F/M)</th>
<th>n</th>
<th>Age</th>
<th>Gender (F/M)</th>
</tr>
</thead>
<tbody>
<tr>
<td>Age</td>
<td>Gender (F/M)</td>
<td>n</td>
<td>Age</td>
<td>Gender (F/M)</td>
</tr>
<tr>
<td>Subjects with diabetes mellitus</td>
<td>Subjects without diabetes mellitus</td>
<td>318</td>
<td>77%</td>
<td>94</td>
</tr>
<tr>
<td>Subjects with anemia</td>
<td>Subjects without anemia</td>
<td>225</td>
<td>55%</td>
<td></td>
</tr>
<tr>
<td>Subjects with glucose values</td>
<td>Subjects with &lt;126 mg/dL (≤7 mmol/L)</td>
<td>133</td>
<td>51%</td>
<td></td>
</tr>
<tr>
<td>Subjects with ≥126 mg/dL (≥7 mmol/L)</td>
<td>127</td>
<td>49%</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subjects with TG values</td>
<td>Subjects with &lt;200 mg/dL (2.26 mmol/L)</td>
<td>339</td>
<td>82%</td>
<td></td>
</tr>
<tr>
<td>Subjects with &gt;200 mg/dL (≥2.26–3.99 mmol/L)</td>
<td>260</td>
<td>63%</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subjects with &gt;400 mg/dL (&gt;4.52 mmol/L)</td>
<td>66</td>
<td>16%</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subjects with BUN values</td>
<td>Subjects with ≤20 mg/dL (≤7.1 mmol/L)</td>
<td>149</td>
<td>36%</td>
<td></td>
</tr>
<tr>
<td>Subjects with &gt;20 mg/dL (&gt;7.1 mmol/L)</td>
<td>129</td>
<td>31%</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subjects with &gt;20 mg/dL (&gt;7.1 mmol/L)</td>
<td>20</td>
<td>5%</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Trinity HbA1c % mmol/mol</td>
<td>Roche HbA1c % mmol/mol</td>
<td>412</td>
<td>7.28 ± 2.02</td>
<td></td>
</tr>
<tr>
<td>56.41 ± 22.26</td>
<td>7.37 ± 1.95</td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>57.41 ± 21.47</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>

Data were presented as n and (%) or mean ± standard deviation. The bold values represent the total number.
significant differences at varied HbA1c, TG, BUN, Hb, and glucose levels (Table 2).

The difference between the HbA1c values measured by the two methods in 15% of the patients was ≥0.5% and this difference was considered clinically significant. Patients who have a clinically significant difference between the two methods were highest (33%) in patients with HbA1c ≥10% (Figure 3).

When comparing the groups with and without a clinically significant difference for HbA1c, we found differences between glucose levels (p=0.003) (Table 3).

Discussion

Due to commonly used in following of patients with DM, the reliability and comparability between the alternative analytical methods that evaluate HbA1c has become very important. There are many studies comparing HPLC and TINIA and finding a very good correlation between these two methods [8, 17]. However, Ozcelik et al. [17] and Sudhakar et al. [18] reported that HbA1c values are statistically higher in HPLC than in TINIA. This is explained by the fact that the HbA1c peak is influenced by other contents and aberrant Hb variants. HPLC (ion exchange) method is based on the charge of the globin component of Hb. Because abnormal Hb fragments are less positively loading than HbA, similar to glycated hemoglobin, their co-elution from the colon may affect the measurement results. It is also thought to be due to the use of different calibrators or differences in sample preparation [17, 18].

Boronate affinity chromatography is a glycation-specific method based on the principle of binding boronate to the unique cis-diol structure formed between Hb and glucose molecules. It is believed that this method has several advantages when compared with HPLC. The separation of glycated from non-glycated Hb is physically little affected by any Hb variant in the affinity chromatography method [19].

There are fewer studies comparing boronate affinity chromatography and TINIA methods.

As far as we know, our study is different from these studies because the present study interpreted the performance and clinical significance of these two methods according to HbA1c levels in patients with different BUN, TG, Hb and glucose levels.

Razi et al. [5] have reported that the smallest difference (0.11%) was detected between D10 (HPLC) and Cobas Integra (immunoassay method). Additionally, the mean absolute difference was found 0.87% between the reference methods and Nycocard (Boronate affinity method).

In another study, Karami et al. [20] investigated the concordance of the results of HbA1c measurement in diabetic patients assayed using Nycocard and HPLC. They showed a considerable difference between HPLC (as the reference method) and Nycocard.

Khan et al. [21] compared two methods used in HbA1c measurement, HPLC and immunological methods. They showed that there was no significant difference between two methods in HbA1c up to 10.0%, but there was a significant difference in HbA1c of more than 10.0%. In the current study, we indicated that the best agreement between the two methods was at 6.5–9.9% HbA1c.
Thvarajah et al. [11] compared two methods, based on boronate affinity chromatography and immunoturbidimetric method. They found a good correlation between the methods.

The biological variation is more than the analytical variation of most methods and analytical affects on HbA1c are predictable and can be recovered. However, non-glycemic biological variables show their effects by affecting hematopoiesis [22]. Any condition that shorten erythrocyte lifespan (hemolytic anemia, hemoglobinopathies) or reduces mean erythrocyte age (recovery from blood loss) can falsely lower HbA1c results. On the

Figure 2: Bland-Altman plot examination for calculating absolute differences between methods for <6.5% (A), 6.5–9.9% (B) and ≥10% (C) HbA1c values.
contrary, any conditions that prolong erythrocyte survival (iron deficiency anemia, splenectomy) may falsely increase HbA1c results \[19, 22\]. However, it is not clear to what extent changes in erythrocyte indices influence HbA1c values \[23\].

In the present study, although bias\% according to Hb levels is not significantly different, we detected clinically significant differences between the two devices results in 27.9\% of patients with anemia. We have proposed it is useful to be careful in specific patients such as anemia.

Others such as carbamylation have largely been eliminated in advanced assay systems \[16\]. A study of patients with type 2 DM and chronic kidney disease (3B/4) taking erythropoietin displayed a clinically significant decline in HbA1c values. HbA1c measurements were made using ion exchange chromatography. It has been suggested that low HbA1c values in patients with diabetes and chronic kidney disease are due to a change in red cell glycation rates as a result of new erythrocyte production following erythropoietin therapy, not uremia.

The effect of the lowering of the HbA1c values following erythropoietin treatment in patients with diabetes and chronic kidney disease has been asserted to be secondary to the production of new erythrocytes, inducing a change in the red-cell glycation rates \[24\]. In a study comparing the HPLC cation exchange method (Arkay Adam HA-8160) and immunoturbidimetric method (Cobas Integra 800), the researchers determined that carbamylated hemoglobin does not cause significantly different HbA1c results between the two methods \[25\].

In this study, in which we compared the TINIA method with boronate chromatography we could not find the

---

**Table 2:** Comparison of HbA1c levels at different TG, BUN, Hb and glucose levels.

<table>
<thead>
<tr>
<th></th>
<th>Roche HbA1c</th>
<th>Trinity HbA1c</th>
<th>p-Value</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>TG</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>&lt;200 mg/dl (2.26 mmol/L)</td>
<td>6.40 (5.70–7.40)</td>
<td>6.30 (5.60–7.30)</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>200–400 mg/dl (2.26–4.51 mmol/L)</td>
<td>6.60 (5.80–8.10)</td>
<td>6.70 (5.70–7.90)</td>
<td>0.013</td>
</tr>
<tr>
<td>&gt;400 mg/dl (&gt;4.52 mmol/L)</td>
<td>8.20 (5.90–9.10)</td>
<td>7.80 (5.80–9.30)</td>
<td>0.475</td>
</tr>
<tr>
<td><strong>BUN</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>≤20 mg/dl (&lt;7.1 mmol/L)</td>
<td>7.00 (6.00–8.85)</td>
<td>6.7 (5.75–8.45)</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td>&gt;20 mg/dl (&gt;7.1 mmol/L)</td>
<td>7.10 (5.20–9.50)</td>
<td>6.85 (6.00–7.77)</td>
<td>0.012</td>
</tr>
<tr>
<td><strong>Hb</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>M&lt;14, F&lt;12 g/dL (M&lt;8.67, F&lt;7.45 mmol/L)</td>
<td>7.00 (6.00–8.20)</td>
<td>6.70 (5.80–8.00)</td>
<td>0.003</td>
</tr>
<tr>
<td>M≥14, F≥12 g/dL (M≥8.67, F≥7.45 mmol/L)</td>
<td>6.50 (5.70–7.85)</td>
<td>6.40 (6.00–7.65)</td>
<td>&lt;0.001</td>
</tr>
<tr>
<td><strong>Glucose</strong></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>&lt;126 mg/dl (&lt;7 mmol/L)</td>
<td>5.80 (5.40–6.40)</td>
<td>5.70 (5.40–6.20)</td>
<td>0.001</td>
</tr>
<tr>
<td>≥126 mg/dl (≥7 mmol/L)</td>
<td>7.40 (6.60–9.20)</td>
<td>7.30 (6.40–9.10)</td>
<td>0.001</td>
</tr>
</tbody>
</table>

M, male; F, female.

---

**Figure 3:** Evaluation of the difference between the two methods in terms of clinical significance.
difference between the groups with and without a clinically significant difference according to BUN levels including those with chronic kidney disease.

Although lipemia, urea, and glucose (labile HbA1c) do not cause a significant problem in many systems, lipids lead to a significant negative relative bias in capillary electrophoresis when TGs and cholesterol levels exceed nearly 15 mmol/L (1,327 mg/dL) and 8.5 mmol/L (328 mg/dL), respectively [16].

In a research carried out by Wu et al. [10], the analytical performances of Premier Hb9210, and Roche Cobas c501 were evaluated. They determined that Roche's HbA1c results were 0.04% lower when compared to the Trinity (relative bias, less than ±7%). Additionally, in the study carried out in vitro, very high concentrations of TG and cholesterol (≥15.28 mmol/L (1,352 mg/dL) and ≥8.72 mmol/L (337 mg/dL), respectively) gave rise to falsely low HbA1c values on Roche c501. A significant bias was observed at concentrations of 15.28/8.72 mmol/L TG/cholesterol, (relative bias, greater than ±7%). Unlike the study by Wu et al. [10], we did not find a significant difference between devices according to bias%. The explanation for this situation may be that we evaluate according to endogenous TG levels in our study.

The isoelectric points of labile HbA1c (LA1c) and its stable counterpart are analogous, which may cause little or no separation between them by some systems that discriminate according to the molecular charge principle. Wu et al. [10] showed that LA1c did not affect commonly used HbA1c measurement methods and there was good comparability between methods for glucose levels up to 278 mmol/L (505 mg/dL).

In the present study, when comparing the groups with and without a clinically significant difference, we found significant differences between glucose levels between groups. The result may associate with LA1c in patients with high glucose levels.

There are some limitations in this study: (1) All of the patients (n=412) did not have TG, BUN, Hb, and glucose values, so we had to evaluate the effect of each in separate patient subgroups, (2) we could not identify the anemia types of the low Hb subgroup, (3) we were unable to obtain information on patients such as presence of diseases or use of drugs that affect erythrocyte life.

In conclusion, there is good agreement between methods. However, high glucose levels may be an important factor affecting the clinical significance of two methods. Therefore, we suggest that a method performance and patient properties should be considered prior to clinical usage. It seems to be an important advantage in the measurement of HbA1c, that the immunological method is easy, cost-effective, does not require qualified personnel, gives fast results and is less affected by some analytes in blood samples.

### Research funding
None declared.

### Author contributions
All authors have accepted responsibility for the entire content of this manuscript and approved its submission.

### Competing interests
Authors state no conflict of interest.

### References

1. Guo F, Moellering DR, Garvey WT. Use of HbA1c for diagnoses of diabetes and prediabetes: comparison with diagnoses based on fasting and 2-hr glucose values and effects of gender, race, and age. Metab Syndr Relat Disord 2014;12:258–68. PMID: 24512556.


