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Abstract: The resonance phenomena of surface plas-
mons has enabled development of a novel class of non-
contact, real-time and label-free optical sensors, which
have emerged as a prominent tool in biochemical sens-
ing and detection. However, various forms of surface plas-
mon resonances occur with natively strong non-radiative
Drude damping that weakens the resonance and limits the
sensing performance fundamentally. Here we experimen-
tally demonstrate the first lasing-enhanced surface plas-
mon resonance (LESPR) refractive index sensor. The fig-
ure ofmerit (FOM) of intensity sensing is ~84,000,which is
about 400 times higher than state-of-the-art surface plas-
mon resonance (SPR) sensor. We found that the high FOM
originates from three unique features of LESPR sensors:
high-quality factor, nearly zero background emission and
the Gaussian-shaped lasing spectra. The LESPR sensors
may form the basis for a novel class of plasmonic sensors
with unprecedented performance for a broad range of ap-
plications.

Keywords: Surface plasmon resonances, stimulated emis-
sion, plasmon lasers, sensors

Surface plasmons are quasiparticles of coupled pho-
tons and electrons excited at the metal surface [1]. They
can be tightly localised at the metal surface and thus
highly sensitive to its dielectric environment. Surface plas-
mon sensors operate on the principle that small changes
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in refractive index at the vicinity of metal surface can re-
sult in a shift of surface plasmon resonance, which can
be detected at optical far field, allowing non-contact, real-
time and label-free sensing and detection [2–6]. In the past
twodecades, the surfaceplasmon resonance (SPR) sensors
based onpropagating surface plasmonpolaritons have be-
come a prominent tool for characterising and quantifying
biomolecular interactions and are perhaps the most ex-
tensively utilised optical biosensors [3, 7, 8]. However, the
propagating surface plasmons onflat surface cannot be di-
rectly excited due to their large momentum. In most SPR
sensors, the Kretschmann configuration of attenuated to-
tal reflection is used to excite surface plasmons, which re-
quires precise adjustment of the incident angle of theprob-
ing radiation [3, 7, 8]. Therefore, it remains a challenge for
SPR sensors to have point-of-care performance and satisfy
modern nanobiotechnology architectures [3, 7, 9].

Localised surface plasmons (LSPs) are another type of
surface plasmons that have begun to be used in sensors
recently [4–6]. In contrast to its propagating counterpart,
LSPs can be excited directly in metallic structures with di-
mensions less than half the wavelength. Single metal par-
ticle with tunable spectra and enhanced local field can be
used for sensing,which ismuchmore suitable for themod-
ern nanobiotechnology architectures [9–20]. However, lo-
calised surface plasmon resonance (LSPR) sensors are
with orders of magnitude lower sensitivity compared with
propagating SPR sensors [8, 13]. Only when measuring
refractive index change in the nanometer vicinity to the
metal surface, the sensitivity of LSPR and SPR sensors can
be approximately equivalent because the LSPR sensor has
a much smaller sensing volume due to its 40–50 times
shorter electromagnetic-decay length than that of the SPR
sensors [21].

A fundamental limitation to all kind of surface plas-
mon sensors is the strong radiative and non-radiative
dampings, which natively accompanies and weakens the
plasmon resonance [3, 8, 22–24]. As a consequence of the
strong dampings, plasmon resonances in the visible and
near infrared region have a linewidth of typically tens to
hundreds of nanometres, which results in a very low qual-
ity factor and limits the sensing performance fundamen-
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tally [3, 25, 26]. The recently developed plasmon lasers
showed that these dampings can be fully compensated
by gain medium at the lasing state [27–38]. This intrinsic
merit has great potential to enhance the performance of
devices based on plasmonic resonance phenomena [39–
45]. One example is the plasmon laser for gas phase de-
tection where the mechanism of the sensing process re-
lies on surface defect state modification of semiconduc-
tor material [46]. However, to our knowledge, the gain ef-
fect in surface plasmon refractive index sensing has not
been studied so far. Surface plasmon refractive index sen-
sor is the most extensively utilised optical biosensors,
which requires the device operated stably in solution and
in a preferred wavelength window of ~700–900 nmwhere
the background absorption and scattering from biological
mixtures and of water are minimal [10, 47].

Here we demonstrated, for the first time, a lasing-
enhanced surface plasmon resonance (LESPR) refractive
index sensor. The device with a record low plasmon las-
ing threshold of ~50 KW cm−2 was stably operated in so-
lution at room temperature. Due to the coherence nature
of the lasing surface plasmon, the emission quality fac-
tor is about 2300 at the emission wavelength of 700 nm
providing very high intensity sensitivity to refractive in-
dex change. The figure of merit (FOM) of intensity sensing
is 84,000, which is about 400 times higher than state-of-
the-art surface plasmon resonance (SPR) sensor.We found
that the high FOM originates from three unique features
of LESPR sensors: high quality factor, nearly zero back-
ground emission and the Gaussian-shaped lasing spectra.
Moreover, the propagating surface plasmons utilised in
LESPR sensors are directly excited and localised in awave-
length scale footprint, which avoids the sophisticated set-
up required for the indirect generation of surface plas-
mons by phase match and fits the device in the modern
nanobiotechnology architectures. The LESPR sensors may
form the basis for a novel class of plasmonic sensors with
unprecedented performance for a broad range of applica-
tions.

Figure 1a shows the schematic of the device and the
measurement scheme. Comparing to the SPR sensors, an
additional semiconductor layer is added between planar
metal surface and analyte as the gainmaterial. Under opti-
cal pumping, the excited carriers in the semiconductor re-
combine and radiate dominantly to surface plasmons due
to Purcell factor (see Supplementary Fig. 1) [31, 46]. This
excitation-relaxation generation process of surface plas-
mons avoids the sophisticated setup required for the in-
direct generation of surface plasmons by phase match.
Furthermore, these directly generated surface plasmons
are localised in a wavelength scale square shaped cav-

ity whose feedback mechanism relies on the total internal
reflection of surface plasmons at the nanosquare bound-
aries [31, 46, 48, 49]. The refractive index change of the an-
alyte modifies the cavity resonance wavelength and thus
the lasing wavelength. Due to the coherence nature of the
lasing emission by amplification of the stimulated emis-
sion, the signal from such a LESPR sensor has amuch nar-
rower linewidth comparing to the SPR sensor. For a given
resonance peak shift, there will be a dramatic intensity
change at a certain wavelength (Fig. 1b).

Fig. 1c shows a SEM imaging of the fabricated device
consisting of a CdSe nanosquare on top of an Au substrate
separated by a few nanometers of MgF2 (see ‘Method’ sec-
tion). We chose CdSe as gain material for its near-infrared
emission located in the biosensing preferred region of
700–900 nm [10, 47]. The Au is chosen because that it
is much stable compared to silver. Although silver has a
lower Drude damping rate and thus has been widely used
in reportedplasmon lasers [28–35], the greater reactivity of
silver as compared to gold makes it less suitable for use in
biologically relevantmedia as silver canbe easily oxidised,
altering the plasmonic behaviour of the device [10]. The
CdSe nanosquares are synthesised via chemical vapour
depositionmethod. High-resolution transmission electron
microscopy (HRTEM) shows that the CdSe squares have
a single-crystal wurtzite structure (Fig. 1d). The gold sub-
strate is deposited by E-beam evaporation. HRTEM shows
that the gold film iswith polycrystalline face-centred cubic
structure (Fig. 1e) where the grain size diameter is about
50 nm (see Supplementary Fig. 2). The selected area elec-
tron diffraction patterns of CdSe and gold substrate are
shown Supplementary Fig. 3, which further confirm their
high crystal quality. The high quality of the CdSe and Au
is essential for our device operating at room temperature
and with a low threshold.

Fig. 2a shows the 3D full wave simulation results of
the gain effect in a LESPR sensor device. The pumping pro-
duces an increase in gain, which is simulated by increas-
ing the imaginary part of refractive index of gainmaterials
(See Method). The electric-field-intensity distribution of
the calculated mode is shown in Supplementary Fig. 4. At
a gain coefficient of zero, the cavity quality factor is about
20, which is mainly limited by the non-radiative Drude
damping. With the increasing of the gain coefficient, the
cavity quality factor increases by orders of magnitude, in-
dicating that the Drude damping has been compensated
by gain. Such a high cavity quality factor is desired for re-
fractive index sensing. To map the scaling law of the las-
ing emission quality factor, we have measured over 60 de-
vices with their physical volume spanning over two orders
of magnitude (Fig. 2b). Due to the strong field confinement



474 | Xing-Yuan Wang et al.

Figure 1:Measurement scheme, SEM and TEM of a lasing enhanced surface pleamon sensor (a) The schematic of the device and the mea-
surement scheme. Comparing to the SPR sensors, an additional semiconductor layer is added between flat metal surface and analyte as
gain material. Under optical pumping, the excited carriers in the semiconductor recombine and radiate dominantly to surface plasmons
due to Purcell factor which avoids the sophisticated setup required for the indirect generation of surface plasmons by phase match. (b) A
schematic showing that, for a given resonance peak shift, a resonance with narrower linewidth will have larger intensity change. Due to
the coherence natural of the lasing emission by amplification of the stimulated emission, the signal from such a LESPR sensor has a much
narrow linewidth comparing to the SPR sensor. For a given resonance peak shift, there will be a dramatic intensity change at a certain wave-
length. (c) A SEM image of the fabricated device consisting of a CdSe nanosquare atop of Au substrate separated by a few nanometer MgF2.
The band edge emission of CdSe is around 700 nm locating in the biosensing preferred region. The Au is chosen because it is much stable
comparing to silver. The scale bar is 2 µm. (d-e) High resolution TEM images for of CdSe nanosquare (d) and Au/MgF2 substrates.

Figure 2: Loss compensation in a LESPR sensor by gain and analytes introduced resonant wavelength shift. (a) Full wave simulation result
of the plasmon laser for the refractive index sensing. The pumping produced gain increasing process is mimicked by increasing the imag-
inary part of refractive index of gain materials. At a gain coeflcient of zero, the cavity quality factor is about 20, which is mainly limited by
the non-radiative Drude damping. With the increasing of the gain coeflciency, the cavity quality factor increases by orders of magnitude, in-
dicating that the Drude damping has been compensated by gain. (b) Scaling law of the lasing emission quality factor. Over 60 devices with
their physical volume spanning over two orders of magnitude were measured experimentally to map the lasing quality factor of LESPR de-
vice. (c) Full wave simulated wavelength shift of LESPR at a change of analyte refractive index of 0.0213. In our sensing scheme, the change
of the environment refractive index produces a cavity resonance wavelength shift which can be monitored in the optical far-field in terms of
lasing emission spectra. Such a shift becomes dramatic when the physical volume is smaller than λ3.

of plasmonic effect, the quality factor is over 1000 at a
volume of 10 λ3, and can be over 100 at a deep subwave-
length volumeof 0.2 λ3,where λ is the lasingwavelengthof
700 nm. This quality factor scaling law not only guided us
to design high-performance LESPR sensors, but also may

help todesignplasmonicnanolasers for other applications
as well as understand ultrafast laser dynamics in a deep
subwavelength cavity [50].

In our sensing scheme, the change of the environment
refractive index produces a cavity resonance wavelength
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shift, which can be monitored in the optical far-field as a
shift either in the peak wavelength or in the intensity at
a certain wavelength. Such a shift is related to the phys-
ical volume of the gain materials at a certain change of
the refractive index. When the physical volume becomes
smaller, there will be more electromagnetic fields located
in the interaction medium, which will result in a large
shift. As shown in Fig. 2c, such a shift becomes dramatic
when the physical volume is smaller than λ3.

The characterisation of LESPR sensors was performed
in a chamber with two ports for exchange of solution with
varying refractive indices and an optical window for both
pumping and signal collection (See Method). The device
has physical dimensions of 4 µm × 3 µm × 100 nm. All ex-
periments were conducted at room temperature. Ethanol
and propyl alcohol with refractive indices of 1.3588 and
1.3801 at 700 nm respectively are used to characterise the
device. In both solutions, the device show typical lasing
behaviour, while there is a clear lasing peak shift with al-
tered refractive index (Fig. 3). The transitions from spon-
taneous emission to stimulated emission are verified from
the non-linear response of the output power and gain sat-
uration effect (Fig. 3c), linewidth narrowing effect (Fig. 3d)
and lifetime evolution (see Supplementary Fig. 1) to the
peak pump intensity. The threshold is about 50 kW cm−2.
As far as we know, this is the lowest threshold reported so
far for plasmon lasers operated at room temperature [51–
53]. Such a low threshold ensures the stable operation of
the plasmon lasers in solutions as sensors.

Figure 4a shows the peak wavelength shifts of the las-
ing spectra with the refractive index after the onset of the
lasing. While there is a slight blue shift of the lasing wave-
length over the entire pump region owing to the free car-
rier plasma effect (see Supplementary Discussion 1), the
absolute value of the wavelength shift is independent of
the pumping power, indicating the stable performance of
the devices. We note that the spontaneous emission wave-
length is inert to environmental refractive index compared
to stimulated emission, and can be seen as a background
noise for sensing. However, due to the intrinsic nonlinear-
ity in lasing process, the lasing peak has orders of mag-
nitude higher intensity and narrower linewidth and thus
can be easily separated from spontaneous emission by
multi-peak data-fitting process (see Supplementary Fig. 5).
The spectra at full lasing state with spontaneous emission
subtracted in ethanol and propyl alcohol are plotted in
Fig. 4b, which shows a pronounced red shift with the in-
crease of the refractive index of the solution. We note that
the spectra are asymmetrical due to the surface imperfec-
tion scattering induced coupling between clock-wise and
a counter-clock-wise mode. And thus dual Gaussian peak

fitting is used to fit these asymmetry spectra. The lasing
linewidths in both solutions are about 0.3 nm, which cor-
responds to a quality factor of about 2300.

Two key parameters, sensitivity and figure of merit,
are employed to characterise the performance of the lasers
at full lasing state. The sensitivity of a sensor is defined
as the rate of change of the information parameter (wave-
length λ, or intensity I, here) magnitude measured with
the analyte refractive index n. Depending on the regarded
spectral region and the detection method, the sensitiv-
ity of an information parameter is not a sufficient mea-
sure because the absolute value of the information pa-
rameter magnitude measured is also a crucial factor for
a sensor. An important comparative dimensionless quan-
tity defined as the figure of merit FOMP is further used,
which takes into account the sharpness of the resonance
and thus examines the ability to sensitively measure tiny
information parameter changes. For the wavelength sens-
ing, the sensitivity Sλ and FOMλ can be calculated accord-
ing to Sλ = ∆λ/∆n and FOMS =

⃒⃒⃒
∆λ/∆n
FWHM

⃒⃒⃒
respectively,

where FWHM is the full width at half maximum of a las-
ing peak. For the intensity sensing, the sensitivity SI and
FOMI can be calculated according to SI = ∆I(λ)/∆n(λ)
and FOMI = max

⃒⃒⃒
∆I(λ)/∆n(λ)

I(λ)

⃒⃒⃒
, respectively [25, 54]. For the

LESPR sensor, the wavelength sensitivity is obtained to be
about 21 nm/RIU. While this sensitivity is moderate com-
pared to LSPR and SPR, the narrow lasing linewidth pro-
duces a FOMλ of LESPR about 70, which is high than the
theoretical calculated FOMλ for LSPR sensors (~20) and of
state-of-the-art SPR sensors (~50) (see Supplementary Dis-
cussion 2) [3, 25].

For the intensity sensitivity SI and FOMI , a narrow
linewidth and low initial signal intensity are crucial. Thus,
the narrow lasing emission linewidth and the separation
of the lasing emission from the spontaneous emission is
anticipated to give a superior performance to LESPR sen-
sor. Remarkably, we found that the lasing emission profile
is another key factor to enhance the performance signifi-
cantly. As shown inFig. 4b, the lasing emissionhas aGaus-
sian shape, which is in stark contrast with the Lorentz-
shaped SPR and LSPR resonances. For the same FWHM,
Gaussian profile confines much better to the peak centre
compared to the Lorentzian profile. As a consequence, a
certain shift of the lasing peak due to the refractive index
change will result in amore significant intensity change at
a fixed wavelength. Indeed, the LESPR sensor has a supe-
rior performance in intensity sensing. The intensity detec-
tion figure of merit of our device is ~84,000, which is more
than 400 times higher than state-of-the-art SPR sensors at
same wavelength (See Supplementary Discussion 3) [3, 8].
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Figure 3: Optical far-field characterisation of LESPR sensor. (a-b) The emission spectrum evolution of a LESPR device in varied refractive
index environment of ethanol (a) and propyl alcohol (b). At a fixed refractive index of interaction layer, the device show typical lasing be-
haviour, while there is a clear lasing peak shift with altered refractive index. (c) The light-light curves of the LESPR device shown in (a-b).
The spontaneous emission becomes saturated after the onset of lasing due to the gain saturation effect, while the stimulated emission ex-
periences a nonlinear increase to the fully lasing state. Data points in olive: device in ethanol; Data points in red: device in propyl alcohol.
(d) The linewidth evolution with the pump power. There is a significant line width narrow width narrowing effect from a FWHM of ~20 nm
below threshold to ~0.3 nm above. Olive: device in ethanol; Red: device in propyl alcohol.

Figure 4: Sensitivity and figure of merit of a LESPR sensor. (a) The emission peak wavelength evolution of a LESPR device in varied refractive
index environment. While there is a slight ~0.08 nm blue shift of the lasing wavelength over the entire pump region owing to the free car-
rier plasma effect, the absolute value of the wavelength shift about ~0.43 nm is independent of the pumping power, indicating the stable
performance of the devices. Olive: device in ethanol; Red: device in propyl alcohol. (b) The spectrum shifts with the refractive index at fully
lasing state. Olive: device in ethanol; Red: device in propyl alcohol. (c) The intensity detection figure of merit of LESPR device is ~84000,
400 times higher than state-of-the-art surface plasmon sensor at same wavelength. Such a record high FOMI originates from the three
exclusive features of LESPR sensor comparing to their SPR and LSPR sensors counterparts: extremely narrow linewidth, nearly zero back-
ground emission by decoupling of the lasing emission and spontaneous emission and the Gaussian shape of the lasing emission.
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Further work, such as coating with appropriate functional
molecules on the LESPR sensor, will be needed to explore
the functionality of the sensor in various detection envi-
ronment.

While both LESPR sensor and the recently reported
plasmon laser gas sensor [46] show superior performance
than their passive counterparts respectively, the detection
mechanism of them are different. The mechanism of the
plasmon laser gas sensor relies on surface defect state
modification of semiconductor material. Consequently, its
sensitivity is related to the electron deficiency of adsorbed
molecules. LESPRs operate on the principle that changes
in refractive index at the vicinity of the device surface re-
sults in a shift of the lasing spectrum.

In conclusion, we have experimentally demonstrated
a novel class of sensors based on lasing surface plas-
mon resonance phenomena. We showed that the spectra
linewidth of LESPR can be over two orders of magnitude
narrower than those of the Drude damping limited SPR
and LSPR. Together with the other two revealed features of
LESPR sensor of the nearly zero background emission and
Gaussian-shaped spectra, the LESPR showed an intensity
detection figure ofmerit of 84,000,which ismore than 400
times higher than state of the art SPR sensors. Further-
more, the propagating surface plasmons in LESPR sensors
are directly excited and localised in a wavelength scale
footprint, which avoids the sophisticated setup required
for the indirect generation of surface plasmons by phase
match and fits the device in the modern nanobiotechnol-
ogy architectures. Our LESPR sensors may form the basis
for a novel class of plasmonic sensors with unprecedented
performance for investigating biomolecular interactions,
biological and chemical sensing, national security, medi-
cal diagnostics, environmental monitoring and other ap-
plications.

Method
Numerical Mode Simulations:
The optical modes of the lasing enhanced surface plas-
mon sensors are calculated using a finite-element method
3D eigenmode solver (ComsolMultiphysics). In thismodel,
the CdSe nano-square (nCdSe= 2.8) lies in contact with
a 5 nm MgF2 (nMgF2= 1.38) gap layer above an Au
substrate (εAu= −16.486 − 1.0643i). The effective mode
volume of the lasing plasmon cavity is calculated as:
Ve�=

∫︀
wem(

⇀r )d3⇀r

ε0ε(|
⇀
E |

2

max)
, where wem is the electromagnetic en-

ergy density of the mode.
⇀

E in the denominator is the

evaluated maximal electric field. Taking into account the
strongly dispersive property of silver, wem

(︁
⇀r
)︁
equals to

1
2 [Re

[︁
d(ωε)
dω

]︁ ⃒⃒⃒
⇀

E
(︁

⇀r
)︁⃒⃒⃒2

+µ|
⇀

H(⇀r )|
2
]. The Q factors of the cav-

ity modes are calculated from the formulaQ =fr/∆f, where
the fr is the resonance frequency and ∆f is the full width at
half maximum of the resonance spectrum. For the Q fac-
tors of the cavity modes with introduced gain, a complex
refractive index of nCdS= n − iκ is set, where the gain co-
efficient κ can vary depending on the pump intensity. The
Q factor is significantly enhanced by orders of magnitude
with the increasing gain coefficient κ and reaches maxi-
mum at a κ value of about −0.0437.

Sample preparation.
The CdSe nanosquares were synthesised using a chemical
vapour deposition method. CdSe (99.995%) powders were
used as the source, and pieces of Si wafers covered with
5-nm-thick thermally evaporated Au catalysts were used
as the substrates. The as-grown CdSe nanosquares had a
single-crystalline lattice structure with a wurzite crystal
lattice (Fig. 1b). TheAu/MgF2 substrates for the fabrication
of LESPR devices were deposited by electron-beam evapo-
ration. The thickness of MgF2 and Au film is 5 nm and 200
nm, respectively. HRTEM shows that the gold film is poly-
crystal where the grain size is about 50 nm (SOM). CdSe
nanosquareswere first deposited in solution and then spin
coated onto the Au/MgF2 substrates.

Device Measurement:
The characterisation of LESPR sensors was performed in
a chamber with two ports for exchange of solution with
various refractive indices and an optical window for both
pumping and signal collection. Ethanol and propyl alco-
hol with refractive indices of 1.3588 and 1.3801 at 700 nm
respectively are used to characterise the device. The de-
vices are optically pumped by a nanosecond laser with
λpump =532 nm, a 1 kHz repetition rate and approximately
4.5 ns pulse length. A 20× objective lens (NA=0.4) is used
to focus the pump beam to a ~10 µm diameter spot onto
the sample and collect the luminescence. The device char-
acterised in Fig. 3 and 4 is with a physical dimensions of
4 µm × 3 µm × 100 nm. All experiments were conducted at
room temperature.
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